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Frequency of option 1D5 oscillator in HP 8720D VNA
Measured with HP 70905A with 70310A precison frequency referenece of 

unknown accuracy
(The 8720D's oscillator was measured by Keysight two weeks ago, 

and found to be 0.0374 Hz High after 48 hours powered on)
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